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Shipment: 295

Non Potable Water Chemistry

Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

1D Target * Limits Limits
Sample: Non Potable Water Metals land lI
Silver, Total ** ug/L 9511  USGS 847 89.3" 80.5-98.1 76.0 - 103 Satisfactory
EPA Code: N/A 1-4471-97 141 passed out of 153 reported results.
Silver, Total * ug/L 9511 USGS 93.1 893" 80.5-98.1 76.0 - 103 Satisfactory
EPA Code: NJ/A aarz-or 141 passed out of 153 reported results.
Aluminum, Total ** ug/L 9511 USGS 491 479* 406 - 553 369 - 590 Satisfactory
EPA Code: NIA 1447297 113 passed out of 118 reported results.
Aluminum, Total ** ug/L 9511 USGS 528 479" 406 - 553 369 - 590 Satisfactory
EPA Code: NI/A 1-4471-97 113 passed out of 118 reported results.
Barium, Total ug/L 9511 USGS 2070 2000 1740 - 2260 Satisfactory
EPA Code: N/A -4471-97 118 passed out of 125 reported results.
Barium, Total ug/L 9511 USGS 2030 2000 1740 - 2260 Satisfactory
EPA Code: NI/A 1-4472-97 118 passed out of 125 reported results.
Beryllium, Total ** ug/L 9511 USGS 341 334" 28.9-36.1 27.0-37.9 Satisfactory
EPA Code: NIA 1-4471-97 113 passed out of 121 reported results.
Beryllium, Total ** ug/L 9511  USGS 378 334*  28.9-361 27.0-37.9 Check For Error
EPA Code: NIA 447297 113 passed out of 121 reported resuits.
Cadmium, Total ** ug/L 9511 USGS 180 178 * 160 - 194 151 - 203 Satisfactory
EPA Code: N/A 1-4472-97 159 passed out of 163 reported results.
Cadmium, Total ** ug/L 9511 USGS 171 178~ 160 - 194 151-203 Satisfactory
EPA Code: NI/A 1-4471-97 159 passed out of 163 reported resuits.
Cobalt, Total ** ug/L 9511 USGS 774 834 * 767 - 901 734-934 Satisfactory
EPA Code: NIA 1-4472-97 96 passed out of 100 reported results.
Cobalt, Total ** ug/L 9511 USGS 810 834" 767 - 901 734 -934 Satisfactory
EPA Code: N/A 1-4471-97 96 passed out of 100 reported resulls.



